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I. Download and Install JUMPER
Health
1. Scan the following QR code to download and
install.

2. IPhone users may search JUMPER Health in
App Store to download.

3. Android phone users may search JUMPER
Health in Google Play to download.

Note: This APP requires phones of system
version above iOS8 or above Android 3.1 to
download and install;

II. User Registration and Login
1. User Registration
JUMPER Health users may register and login by
email. When user is registering, make sure to
enter the correct E-mail address. If entry error,
email error will be displayed. Enter the email
and click to continue to enter the verification
code entry page. Login your registered email to
check the verification code. If error-free, enter
the user information setting page, where you
must fill in the gender, user name, birthday and
height.

2. User Login
Upon completion of registration, the registered
email will become the login account. Enter the
email account and password, and click "Login".
If the password is forgotten, you can retrieve the
password via email.
Upon completion of the first login, you can
directly login again without entering the account
and password.

III. APP Homepage
1. Upon successful login, you will enter the APP

homepage, which will mainly display the data
monitored by the user recently. Users of
different genders will have different homepages.
The monitored data displayed on the homepage
includes the weight, BMI, FHR and Oximeter.
Click the icon in the upper left corner to switch,
add, delete or edit the home users.

IV. Oximeter Measurement
1. Select to Measure the Oximeter
Click "Measure" to enter the measurement page,
and select to measure the Oximeter.

2. Connect the Pulse Oximeter
(a) If you do not initiate the Bluetooth function
of mobile phone, a pop-up will appear to remind
you to initiate the Bluetooth function of mobile
phone, and then the mobile phone will search for
Bluetooth devices nearby. Click the Bluetooth
name of the Pulse Oximeter to connect.

(b) You can click "How to use " to check the

instructions.



3. Oximeter Recording
Upon successful monitor connection, When the
Oximeter data tends to be stable, click "Start" to
record the Oximeter. Upon completion of
measurement, click the button "Save" to save the
measurement record, and you can view the
corresponding report in the record. If you want
to change to another device connection, click the
icon in the upper right corner to switch;

Note: If the SpO2, pulse rate, and PI value
exceeds the range, the phone will send an alarm
sound. Please consult a doctor as soon as
possible.

V. View the Oximeter Record
1. Click "History" to enter the records page,
where you can view the Oximeter record.

2. Click the "Oximeter Record" to view the
detailed record. Click the "View Report" to view
the record report.

3. Click the corresponding record, and you can
view the Oximeter changes. Click the icon
on the upper right corner, and you can share the
record on a social platform. Such as Facebook,
Twitter and Google+

V. Setting

1. You can view the user's profile, health
standard, system setting, APP version and logout
in the setting.

2. Click "My Profile", and you can set the
portrait and country, or revise the name,
birthday and height; except registered
email-box and gender.

3. Click "system settings", you can set the alarm

range.


